
Imaging thermal expansion and retinal
tissue changes during photocoagulation

by high speed OCT

Heike H. Müller, 1,2 Lars Ptaszynski,2 Kerstin Schlott,1

Christina Debbeler,1 Marco Bever,2 Stefan Koinzer,3

Reginald Birngruber,1,2 Ralf Brinkmann, 1,2 Gereon Hüttmann1,2,∗

1Institute of Biomedical Optics, University of Lübeck, Peter-Monnik-Weg 4, Lübeck, Germany,
2Medical Laser Center Lübeck GmbH, Peter-Monnik-Weg 4, Lübeck, Germany,

3Dept. of Ophthalmology, University Medical Center of Schleswig-Holstein, Campus Kiel,
Arnold-Heller-Straße 3, Kiel, Germany

∗huettmann@bmo.uni-luebeck.de

http://www.bmo.uni-luebeck.de, http://www.mll.uni-luebeck.de

Abstract: Visualizing retinal photocoagulationby real-time OCT
measurements may considerably improve the understanding of thermally
induced tissue changes and might enable a better reproducibility of the
ocular laser treatment. High speed Doppler OCT with 860 frames per
second imaged tissue changes in the fundus of enucleated porcine eyes
during laser irradiation. Tissue motion, measured by Doppler OCT with
nanometer resolution, was correlated with the temperature increase, which
was measured non-invasively by optoacoustics. In enucleated eyes, the
increase of the OCT signal near the retinal pigment epithelium (RPE)
corresponded well to the macroscopically visible whitening of the tissue.
At low irradiance, Doppler OCT revealed additionally a reversible thermal
expansion of the retina. At higher irradiance additional movement due
to irreversible tissue changes was observed. Measurements of the tissue
expansion were also possiblein vivo in a rabbit with submicrometer
resolution when global tissue motion was compensated. Doppler OCT
may be used for spatially resolved measurements of retinal temperature
increases and thermally induced tissue changes. It can play an important
role in understanding the mechanisms of photocoagulation and, eventually,
lead to new strategies for retinal laser treatments.
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1. Introduction

Since the introductionof the photocoagulation in 1959 [1], it had become one of the most
successful laser therapies in medicine and the standard therapy for diabetic retinopathy [2, 3],
branch vein occlusion [4] and central retinal vein occlusion [5]. Though photocoagulation is
more and more replaced by drugs, it is still the usual practice for treating of neovascularization
in proliferative diabetic retinopathy and after venous occlusive events [6]. Traditionally, the
laser spots are manually positioned by the physician, who also sets the irradiation parameters,
i.e the spot size, the applied radiant power, and the irradiation time, according to the subjective
evaluation of the appearance of previous lesions. Strength and extension of the coagulated le-
sions do not only depend on the irradiation parameters, but also on the transmission of the ocular
media and the pigmentation of the retina, which both vary between patients. The pigmentation
even varies across retina and choroid by a factor up to two and three, respectively [7,8]. There-
fore with fixed irradiation parameters, variations in the coagulation strength and diameter are
inevitable. Only a real-time dosimetry during the photocoagulation can guarantee predictable
strength and size of the coagulations, which is expected to make the treatment safer and more
reproducible. Especially near and sub-threshold therapy concepts [9, 10] would profit from an
independent control of the photocoagulation strength. Earlier attempts to use the increase of
tissue scattering in the retina [11] or autofluorescence [12] were not successful.

The main parameter, which determines the tissue effects in photocoagulation, is the tempera-
ture course in the treated area. Recently time-resolved temperature measurements in the treated
area became possible. The non-invasive technique uses an optoacoustic signal, which is caused
by a few degree temperature increase from additionally, repetitively applied nanosecond laser
pulses [13, 14]. During the photocoagulation, a sensitive ultrasonic transducer, which is inte-
grated into a contact lens, measures the acoustic transients caused by the nanosecond pulses.
Due to the temperature dependence of the Grüneisen parameter, the amplitude of the acous-
tic transient increases with the temperature increase during the photocoagulation [15]. After
proper calibration, temperature changes in the retinal tissue are calculated from changes in the
acoustic transients [16].

Optoacoustic temperature measurements have no spatial resolution and are not able to show
the coagulation effect itself in the different retinal layers. Optical coherence tomography (OCT)
[17, 18] is a non-invasive imaging modality, which can visualize the layered structure of the
retina with high resolutionin-vivo. Changes of tissue morphology due to the photocoagulation
were studied by OCT only after irradiation [19]. The direct response of the tissue during pho-
tocoagulation is essentially unknown. Since fast OCT can image local changes in scattering,
which are caused by microscopic tissue changes as well as changes in gross morphology, it
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should pick up the instantaneous reaction of tissue due to laser heating. Previous work demon-
strated the visualizationof photocoagulation of blood [20] and of cutaneous vessels in a hamster
dorsal skin flap [21] with up to 30 frames per second. Phase-sensitive OCT and speckle variance
in OCT M-scans measured microscopic tissue changes with sub-millisecond time resolution in
fresh laser irradiated tissue samples [22]. Also optical path lengths changes caused by heating
of nanorods in water were successfully detected by fast phase-sensitive OCT [23].

Aim of this study was the use of phase-sensitive OCT to study tissue changes in porcine
and rabbit retina with 1 ms time resolution during photocoagulation. Enucleated porcine eyes
and,in vivo, eyes of anaesthetized rabbits were imaged with high speed phase-sensitive OCT at
different irradiances, exposure times, and spot sizes. Changes of the absolute value and phase
of the OCT signal were correlated with the optoacoustically measured temperature increases
and the visual appearance of the lesions.

2. Material and methods

2.1. Experimental setup

For combined high-speed OCT imaging and temperature measurements during laser irradiation
of the retina a laser slit lamp (LSL 532s, Carl Zeiss Meditec, Jena, Germany) was supplemented
by devices for optoacoustic temperature measurements and high speed OCT imaging (Fig. 1).
A continuous-wave (cw) photocoagulation laser (Visulas 532s, Carl Zeiss Meditec, Jena, Ger-
many) with a wavelength of 532 nm was combined via a beam splitter with a pulsed laser
(QG-523-1000, CrystaLaser LC, Reno, NV, USA), which emitted at a wavelength of 523 nm
pulses with 75 ns duration at 1 kHz repetition rate. With 7 µJ pulse energy, the average radiant
flux (7 mW) was chosen to be low enough to keep the increase of the average temperature be-
low a few Kelvin. Both laser beams were focused by a microscope objective (10x, NA 0.25)
into a multi-mode fiber (50 µm core diameter, NA 0.1) which was connected to the laser input
of the slit lamp. A rectangular irradiance profile was aimed for by imaging the output of the
multi-mode fiber onto the retina. However, some smoothing out of the edges has to be expected
due to scattering and aberrations.

OCT measurements were done with a modified Hyperion OCT system (Thorlabs GmbH,
Munich, Germany), which used an external 20 mW super luminescent light source (SLD-371-
HP3-DBUT-SM-PD, Superlum, Cork, Ireland) at a wavelength of 840 nm. A spectral width of
50 nm provided a depth resolution of 6 µm in the tissue. Diffraction limited lateral resolution at
the retina was calculated to be 14 µm. OCT images with 250 columns per B-scan were recorded
continuously at a rate of 215,000 A-scans/s. The B-scans covered a range of 1 mm with a
frame rate of 860 images/s. Imaging parameters were a compromise between speed and image
quality. The measured spectra from the Hyperion OCT system were streamed with up to 205
MB/s down to a raid-zero hard disk system with 4 connected drives. The processing and the
calculations of the datasets were done afterwards. At 10% of the depth range, signal-to-noise
ratio (SNR) and sensitivity were 56 dB and 76 dB, respectively. Both dropped by 16 dB at 90%
depth range.

OCT and the laser beams for coagulation and optoacoustic measurements were combined
with a dichroic beam splitter cube, which was positioned between the slit lamp and the
Mainster-type contact lens. The foci of all beams were adjusted to the same plane in front of the
contact lens, from which an image was formed onto the retina. The custom made contact lens
(based on Mainster Focal/Grid contact lens from Ocular Instruments, Bellevue, Washington,
USA) contained also a piezo electric acoustic transducer, which measured the pressure tran-
sients caused by the pulsed laser. Electronic signals were amplified (5660B, Panametrics Olym-
pus, Waltham, MA, USA), digitized (Octopus CompuScope CS 8347, Gage Applied Technolo-
gies, Lockport, IL, USA) and processed by a PC. After calibration, which was obtained by
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continuous slow heating of explanted porcine retina with direct temperature measurement, the
relativeincreaseof the optoacoustic signal was converted to the temperature increase. Details
of the optoacoustic temperature measurements can be found elsewhere [14].

Figure 1. Experimental setup for simultaneous OCT and temperature measurements during
photocoagulation. The 532nmcw coagulation laser was combined with a high-speed OCT
using a slit lamp as common basis for visualization of the retina. For detailed description
of the setup see main text.

Before each measurement, OCT and laser beams were adjusted on a common axis by vol-
umetric OCT scans of test lesions, from which the center of the coagulation lesion was deter-
mined. For theex-vivomeasurements with porcine eyes, coagulations with increasing radiant
flux (3mW to 130mW), varying exposure times (50 ms to 400 ms) and spot sizes (50 µm to
200 µm) were applied in a grid-like pattern to the cornea. The radiant flux was measured di-
rectly in front of the entrance of the contact lens. The spot size was adjusted by a control at the
laser slit lamp. Due to similar optical properties of human and porcine eyes, the nominal spot
diameter of the laser slit lamp was assumed for these experiments. When irradiating rabbit eyes
the nominal diameter was multiplied by 2/3, because of their shorter focal length [24]. Tempo-
ral synchronization of OCT and optoacoustic temperature measurements was either done by a
fast fiber switch, which activated the reference arm at a known time point or a software trigger
via a serial PC port. OCT and optoacoustic temperature measurements started together approx-
imately 100 ms before switching on the coagulation laser and continued until a few hundred
milliseconds after the exposure.

The porcine eyes were obtained from the local slaughter house and experiments were done
within 6 hours of the death of the animal. The contact lens with the transducer was fixed to
the cornea of the eye with a specially designed stage. Both, the eye and the contact lens, were
firmly attached to the slit lamp. After enucleation, the retina of the porcine eyes lost nearly all
of their structures in the OCT image. Only the blood vessels on top of the retina, the retinal
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pigment epithelium (RPE) and some blood vessels in the choroidea were distinguishable. In
total, twelveporcineeyes were investigated.

In-vivo measurements were done in one Grey Chinchilla rabbit, which was anaesthetized
before the beginning of the experiment. The animal was held by a fixation stage which was
attached to the same optical table as the slit-lamp. The contact lens was also fixed with a
clamp to the animal fixation stage. Animal experiments were approved by the Government of
Schleswig-Holstein under the application number V312-72241.121-11.

2.2. Data evaluation

The raw data, i.e. the measured spectra, were processed by using background and spectral
shape corrections and a resampling to a linear wave number scale. After Fourier transform
the absolute valueSof the complex A-scans was displayed on a logarithmic scale to visualize
changes in tissue scattering. For the evaluation of small tissue movements the phase of the
complex A-scans was analyzed. Because of the fast imaging speed, phase changes between
neighbouring A-scans were too small to provide relevant information about the movement of
the tissue. Therefore, the phase difference was evaluated between the corresponding A-scans in
consecutive B-scans. The time difference∆t over which the phase difference was calculated was
1.2 ms. This phase difference∆ϕ was used to calculate the velocityvz by which the optical path
length changed due to local tissue movement parallel to the beam direction (i.e. thez-direction):

vz(t) =
λ0

4π
∆ϕ
∆t

(1)

λ0 is the center wavelength of the OCT device. Using a mirror a phase stability between
the frames of±0.1 rad corresponding to±5.6 nm/ms was determined. For movements larger
than λ0/4 between two B-scans, which corresponded to a velocity higher than 175 nm/ms,
phase wrapping introduced an ambiguity in the velocity calculation. These phase jumps were
corrected by locally detecting spatial discontinuities in the phase and adding or subtracting 2π.
The relatively simple symmetry of the tissue movement avoided possible ambiguities, which
may need more sophisticated unwrapping algorithms.

By integration of the calculated velocityvz(t) over the time course of the laser irradiation the
total local displacement∆z(t) of the tissue, measured in optical path lengths, was calculated.

∆z(t) =

t
∫

0

vz(τ)dτ (2)

For comparison with the average temperature, which was measured by optoacoustics, the
calculated local displacement was averaged over the irradiated spot and plotted over time.

2.3. Calculation of temperature and thermal expansion of laser irradiated retina

The axial profile of temperature increase∆T(~r, t) in the retina was calculated by an analytical
solution of the heat diffusion equation

∂∆T(~r, t)
∂ t

−α~∇2∆T(~r, t) =
q(~r, t)
ρ0cp

(3)

Values of water were assumed for the thermal diffusivityα = k/(cpρ0), thermal conductance
k, heat capacitycp, and densityρ0 of the tissue. The power density generated in the tissue
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Figure 2. a.)Spatiallyresolved temperature increase∆T calculated after 400ms irradiation
with 10 mW at spot diametersD of 50 µm, 100 µm, and 200 µm. b.) Expected specific
displacementζ at 25°C for various spot sizes and irradiation times, calculated from the
temperature profiles and the density change of water. Variations inζ are caused by different
axial temperature profiles.

by absorption was given byq(~r, t). Cooling by choroidal perfusion was not considered in this
temperature calculation, because it is not relevant for exposure times below one second [37].

For simplicity of the analytical solution, a square irradiated region with an identical area to
the circular irradiated spot, which is embedded in a very large volume, was assumed. In this
case the temperature increase is given by [25,26]:

∆T(~r, t) = µaΦ
8ρ0cp

∫ t
0 dt′θ(τ + t ′− t)exp(−µaz+ µ2

aαt ′)

×

[

erf

(

x−a
2
√

αt ′

)

−erf

(

x+a
2
√

αt ′

)][

erf

(

y−a
2
√

αt ′

)

−erf

(

y+a
2
√

αt ′

)]

(4)

×

[

erf

(

z
2
√

αt ′
−µa

√
αt ′

)

−erf

(

z−d
2
√

αt ′
−µa

√
αt ′

)]

.

The temperature increase depends on the size of the heated square 2a, the absorbing tissue
layer thicknessd, the absorption coefficientµa, the irradiation timeτ and the radiant fluxΦ.
The integral is evaluated over the Heaviside step functionΘ and all terms including the error
functions erf(x) = 2/π

∫ x
0 e−ω2

dω. The porcine retina was modeled in accordance with the
human eye by two absorbing layers, the RPE with a thickness of 6 µm and the 200 µm thick
choroid [27]. In between was a non-absorbing 4 µm thick layer, which represented Bruch’s
membrane. Absorption coefficients of 1204 /mm and 270 /mm were used for RPE and choroid,
respectively [28]. The temperature increase was calculated for each layer according to Eq. 4
and then all values were added:

∆Ttotal(~r, t) =
3

∑
i=1

∆Ti(~r, t) (5)

The temperature increase was highest in the RPE and showed a slightly unsymmetrical dis-
tribution with a steeper temperature drop off to the retina than to the choroid (Fig. 2(a)). This
reflects the choroidal absorption which was roughly a quarter of the RPE absorption.
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A local temperature increase∆T changes thetissuedensityρ which leads to a volume change
of ∆V/V = (ρ(T0)− ρ(T0 + ∆T))/ρ(T0). For small isotropic expansion the relative volume
change∆V/V is approximately three times the relative length change∆l/l in one dimension.
The total displacement of the neuronal retina was calculated by integrating the temperature-
dependent linear thermal expansion over the whole depth of the retina. Assuming isotropic ex-
pansion, the linear thermal expansion was calculated as one third of the volumetric expansion:

∆z=
1
3

∫ z2

z1

ρ(T0)−ρ(T(z))

ρ(T0)
dz (6)

Density and volume of water and tissue are not linearly related to the temperature. For a water
temperature in the range of 25°C to 50°C, the thermal expansion coefficientγ = ∂V/∂T/V
increases from 2.5×10−4K−1 to 4.5×10−4K−1. The specific displacementζ = ∆z/∆Tend was
calculated in Fig. 2(b) according to Eq. (6) for small temperature increases starting at 25°C.
ζ changes with spot diameters 2r0 and exposure timesτ, as the relative axial temperature
distribution in the retina changes with these parameters. Highest specific displacements were
calculated for largest spot size and longest exposure time. Values ofζ varied between 11nm/K
for the smallest spot and 50ms irradiation time and 29nm/K at 200 µm and 400 ms. As the spot
size or the irradiation time increased the longitudinal temperature profile broadened, which led
to a larger displacements at same peak temperature.

3. Results and discussion

3.1. Ex-vivo measurements on porcine eyes

3.1.1. Changes of tissue scattering

Series of laser exposures with decreasing irradiance were applied under OCT imaging to the
retina of the enucleated eyes. Tissue effects were documented by fundus images and optoacous-
tic temperature measurements.

Tissue changes due to photocoagulation were visible as whitish lesions in fundus photogra-
phy (Fig. 3). Three irradiance regions were identified. At 200µm spot size and 400ms exposure
time no tissue changes were visible in the fundus image below 120W/cm2. In a transition zone
between 120 W/cm2 and 340 W/cm2 invisible, slightly visible as well as a few clearly visible
lesions were observed. Above 340 W/cm2 strong, well defined coagulations appeared with the
edges of whitening clearly visible against the surrounding tissue. Due to the uneven pigmenta-
tion, no strict correlation between irradiance and appearance of the lesions was observed. E.g.
lesions #12 and #13 with 280 W/cm2 and 260 W/cm2 appear stronger than the higher irradi-
ance lesions #8 to #11 (330W/cm2 and 290W/cm2). Here, in the upper part of the coagulation
grid the coagulation effects were more pronounced than in the lower part, which correlates
with a darker appearance of the fundus. Tissue effects were divided according to their visual
appearance in well visible lesions, slightly and non visible lesions.

The measured temperatures showed the expected rising part, leading to a plateau and an
exponential-like cooling, when the laser was switched off (Fig. 4(a)). At irradiances above
380W/cm2 the tissue temperatures exceeded the range which could be measured by optoacous-
tics, because the massive tissue changes and the increased scattering voided the calibration of
the optoacoustic temperature measurement. As expected, a better correlation of the coagulation
strength was seen with the temperature increase∆Tend, which was calculated from the tempera-
ture curves at the end of the irradiation. A temperature increase of 41K separates clearly visible
from slightly lesions (Fig. 4(b)). The transition from slightly to invisible lesions is around 25K.
Below 21 K no tissue changes were visible. Background colours mark these three regions.

The whitening of the slightly and clearly visible lesions correlates well to the changes of
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(a)

Porcine eye
(spot diameter: 200µm,irradiation timeτ: 400 ms)

Spot # Irradiance ∆Tend Visibility of lesion
[W/cm2] [K]

1 410 >70 yes
2 400 >70 yes
3 390 >70 yes
4 380 67 yes
5 370 60 yes
6 360 45 yes
7 340 41 yes

8 330 37 slightly
9 320 36 slightly

10 310 33 slightly
11 290 37 slightly
12 280 63 yes
13 260 44 yes
14 250 41 slightly
15 240 37 slightly
16 220 32 slightly
17 210 31 no
18 190 28 no
19 180 26 no
20 160 24 no
21 145 29 slightly
22 130 26 slightly
23 120 22 slightly

24 105 19 no
25 89 14 no
26 77 13 no
27 59 10 no
28 46 9 no
29 31 6 no
30 31 6 no
31 15 4 no

(b)

Figure 3. a.)Imageof the fundus of an enucleated porcine eye after laser coagulations at
different irradiances (left). The spot size was 200 µm, the exposure time 400 ms. The two
bottom areas in the center row marked by the crosses were not irradiated. b.) IrradianceE,
optoacoustically measured peak temperature∆Tend and visibility of the lesions are listed
in the table. Clearly visible lesions are marked in red, slightly visible lesions in black, and
invisible lesions in blue.
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Figure 4. a.) Temperature at the RPE during laser irradiation measured by optoacous-
tics. Beginandend of the irradiation are marked by a strong increase and decrease of the
temperature, respectively. b.) Maximum temperature at the end of the irradiation versus ir-
radiance. The blue, black and red colors indicate invisibility, slight and full visibility of the
lesions, respectively. Coloured background indicates the temperature ranges, below 21 K
and above 41K, in which all lesions are invisible or have a good visibility, respectively.

the OCT signalS (Fig. 5), as shown here for three representative lesions, one invisible lesion
with 89 W/cm2, one slightly visible lesion with 220 W/cm2 and one clearly visible lesion with
400W/cm2. In the invisible lesion with a maximum temperature increase of 14K no significant
differences in the OCT image before and after irradiation were observed in the irradiated
area, which is marked by two white lines (Fig. 5(a) and[Media 1]). In the slightly visible
lesion (32 K temperatureincrease) the OCT signal increased at the end of the irradiation in a
small region just above the RPE layer. In addition to a signal increase, the time series of the
B-scans indicates, that directly after irradiation started, the tissue contracted in lateral direction
towards the center of the irradiated area[Media 2]. After 400ms the movement stopped and the
scattering increased inthecenter of the heated region above the RPE and progressed laterally
as well as upwards towards the neural layer. In the strongest lesion (∆T> 67K), increase of the
scattering started only a few milliseconds after the start of the laser exposure[Media 3]. The
tissue seems to move rapidly towards the center and in the irradiated region a massive upwards
distortion of the retina above the RPE is seen. Here, the dynamic tissue changes continued
even after the end of the irradiation.

For studying the dynamics of the OCT signal changes during the irradiation, all A-scans in
the irradiated area were averaged. The sequence of averaged A-scans over time (M-scan) shows
depth resolved scattering changes in the irradiated region (Fig. 5, center column). In addition
to an increase of the OCT signal in the photoreceptor layer (PRL) above RPE, changes of
the speckle pattern in the neuronal retina are seen. In the strongest lesions also a significant
displacement of the retinal surface was visible (Fig. 5 (c)).

The change of the OCT signal in the photoreceptor layer PRL (∆SPRL) and the displacement
of the retinal surface (∆zs) were calculated from the M-scans. For strong lesions both scattering
and displacement started during the pulse (Fig. 6(a)). After the pulse a certain retraction of the
surface was observed; the scattering stayed at an elevated level. Maximum scattering change
and displacement were generally observed at the end of the irradiation. Their values (∆Send

PRL
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Figure 5. OCT images before (left) and after (right) the irradiation for three representative
lesions 89W/cm2 [Media1] (a), 220W/cm2 [Media 2] (b), and 400W/cm2 [Media 3] (c).
The region ofthe laser exposure is marked by two vertical lines. The dynamics of the tissue
changes are visualized in the corresponding movies, which show the whole time sequence
of B-scans. By laterally averaging A-scans in the irradiated region (within the white lines)
an M-scan (averaged A-scan versus time) was calculated (center). Starting and end point
of the irradiation are marked by arrows. Retinal layers are marked by PRL: photoreceptor
layer, RPE: retinal pigment epithelium, CHO: choroid.
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Figure 6. a) Change of the OCT signal∆SPRL in the in the photoreceptor layer (PRL) and
displacement∆zs of the retinal surface during irradiation with 400 W/cm2 (∆T > 69 K).
b) Signal change∆Send

PRL and displacement∆zend
s at the end of the irradiation for different

irradiances. Visibility of the lesion is indicated by the color of the symbol going from blue
(invisible) over black (slightly visible) to red (clearly visible lesion). Coloured background
indicates the temperature ranges for the visibility of the lesions.

and∆zend
s ) correlated fairly well with the visibility of the lesions (Fig. 6(b)). For a temperature

rise of more than 27 K scattering changes and maximum displacement increased more or less
in parallel with increasing temperature. In the region of strongly visible lesions (∆Tend > 41 K)
both values saturated around 5 dB and 50 µm, respectively. The correlation with temperature is
better than with the individual assessment of the lesions. Therefore we conclude that the main
source of variance is the visual grading of the lesions. Below 190W/cm2 the OCT signal change
∆Send and displacement∆zs are dominated by system noise, which was approximately 5 µm for
∆zs. Subtle tissue changes, which would be expected in sub-threshold photocoagulation, could
not be visualized.

3.1.2. Evaluation of tissue displacement by the Doppler phase

A more precise evaluation of the longitudinal tissue movement was possible by OCT Doppler
imaging. The phase differences were calculated between adjacent B-Scans at a time differ-
ence of 1.2ms. Immediately after the coagulation laser was switched on, tissue movement of
the whole retina above the RPE towards the OCT beam was observed in the Doppler images
(Fig. 7). When the laser was switched off, the tissue moved back. Tissue motion due to the
heating was even seen in non-visible lesions (89 W/cm2, 14 K, Fig. 7(a),[Media 4]) and got
stronger with increasingirradiance.For the slightly visible coagulation (220 W/cm2, 32 K) the
Doppler shift appeared already as a strong signal which sometimes exceeded±π. Phase wrap-
ping was observed across the irradiated area (Fig. 7(b),[Media 5]). Phase wrapping was even
more pronounced at 400W/cm2 (∆T > 70K, Fig. 7 (c),[Media 6]). In general, the largest phase
differences and, accordingto Eq. (1), the highest velocities were observed when the laser was
switched on or off, i.e., when the temperature increase is maximum (Fig. 7).

When, after phase unwrapping, the displacement velocityvz was integrated over time
to yield the time-dependent displacement∆z according to Eq. 2, the total time course of
expansion and contraction could be compared to the temperature increase∆T and the surface
displacement∆zs. For an irradiance below 130 W/cm2 (∆Tend < 27 K) temperature increase
∆T and displacement∆zmatched quite well (Fig. 8). The slight temperature increase of 1−2K
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Figure 7. Color-Doppler OCT images of the coagulation process shortly after the start
(150ms, 1st column),during (400ms, 2nd column), and at the end of the irradiation (525ms,
3rd column). Images were taken from three movies which show the time sequence at three
different irradiations of 89W/cm2 [Media 4](a), 220W/cm2 [Media 5](b), and 400W/cm2

[Media 6] (c). In optoacousticallymeasured temperature curves the time points, at which
the Doppler images arehere displayed, are marked by arrows (d-f).
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Figure 8. Temperature increase∆T (blue), displacementin the irradiated area∆z (red),
and displacement of the retina surface∆zs (grey) at different irradiances. Below 89W/cm2

surface displacement∆zs is not shown, because the noise (approximately 4 µm) was larger
than the displacement.
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at the beginning of the measurements is caused by the pulsed laser, which is used for the
optoacoustic temperature measurements.In this range the displacement was below 2 µm ,
which was too small to be measured by tracking the retinal surface. With 125nm/K the specific
expansionζ = ∆z/∆T in this measurement with 200 µm spot size and 400 ms exposure time,
was more than 4 times larger than the expected value of 29 nm/K, which was calculated from
the thermal expansion of water (Fig. 2(b)). Obviously, the additional biological components
in the tissue contribute to the observed thermal expansion. However, the available data on
thermal tissue expansion and the related Grüneisen coefficient suggest no large differences
between water and tissue [29, 30, 31, 32]. Only fat tissue has a several times higher thermal
expansion coefficient [29]. Errors in the temperature calculation in the retina, which could
be caused by uncertainties in the optical and thermal parameters used, are not expected to
introduce that large deviation between calculated and measured displacement. Effectively only
the longitudinal temperature distribution enters the calculation. In modelling the expansion
of the tissue we assumed an isotropic tissue expansion. However the retinal tissue is highly
organized in a layered structure. If Bruch’s membrane is stabilizing the heated volume around
the RPE cells, the volume increase due to thermal expansion would result in a sole movement
in z-direction perpendicular to Bruch’s membrane. In this case a three times larger specific
expansion, 87 nm/K, which is within 50% of the measured value, is expected. Also the high
content of lipids in the RPE and the photoreceptor layer (PRL) could significantly increase
the expansion. Both effects could explain the unexpectedly high thermal expansion which was
measured. Doppler OCT was sensitive enough to measure quantitatively the thermal expansion
of retinal tissue at a few Kelvin temperature increase. Changes of the tissue temperature
during laser irradiation were visualized with good accuracy. A direct calculation of the
temperature increase needs the thermal expansion coefficient of the retina, which is at the
moment not available. Experiments are under way for an independent determination of the
thermal expansion coefficient of retinal tissues.

At higher irradiances the tissue displacement starts to deviate from the temperature curves.
An additional contribution to the tissue motion is observed (Fig. 8, 160 W/cm2, 24 K). As the
irradiance is increased, the displacement reaches values of more than 50 µm. At this point
the surface of the retina bulged upwards, which was also picked up by the measurement of
the surface motion. Where measurable, the surface displacement∆zs, which was calculated
directly from the the B-scans, and tissue displacement∆zD, which was calculated from the
OCT phase, matched quite well. This proves the validity of our unwrapping algorithm. The
advantage of Doppler OCT versus the direct measurement of the tissue displacement is the
excellent sensitivity and the large measurement range from below one hundred nanometer to
tens of micrometers.

In contrast to the thermal expansion, which was observed at low temperature increases, the
additional component of tissue displacement was irreversible. A residual displacement was
observed even when the tissue has cooled down. Deviations of the displacement from the
temperature course were already observed in non-visible lesions, where changes of the OCT
signal were not seen (compare Fig. 8, 160 W/cm2 with Figs. 3 and 5). Both, the displacements
at the end of the irradiation and at the end of the measurement were sensitive markers for
irreversible tissue changes (Fig. 9). A good correlation of the two displacement values with the
temperature was observed at an increase of nearly one order of magnitude over a temperature
increases from 20 K to 40 K (yellow area in Fig. 9). Already, above 120 W/cm2 (22 K)
irreversible tissue changes associated with a thermal denaturation of the tissue were visible
with at high signal-to-noise ratio. The correlation between displacement and visibility was less
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good. Macroscopically visible whitening of the tissue was a less reliable parameter for the
grading of near-thresholdlesions.

Experiments were repeated for 12 eyes with 12 different irradiation parameters. Three dif-
ferent spot sizes ( 50 µm, 100 µm, and 200 µm) and four different irradiation times (50ms,
100ms, 200ms, and 400ms) were investigated. From the optoacoustic measurements the max-
imum temperature increase∆Tend, when the laser was switched off, and from Doppler OCT
the corresponding displacement∆zend of the retina were calculated for different irradiances
(Fig. 10). As expected, a linear increase of the peak temperature∆Tend with the irradianceE
was measured up to 50K by optoacoustics. For the tissue displacement basically two regions
existed with a more or less linear dependence on the irradiance. At low irradiance the specific
expansionζ varied between 60nm/K and 160nm/K (Tab. 1). These values were already con-
siderably higher, than the specific displacement, which was calculated for water in Fig. 2(b).
The large variation ofζ may be caused by varying overlap of the OCT B-scan with the center
of the coagulation spot.

Above a certain thresholdEth the slopes increased one order of magnitude to up to 20 µm/K,
as thermal tissue alterations set in. The intersection of two linear fits to∆zend defined a
threshold irradianceEth for the onset of the tissue changes (Tab.1). In general, for smaller spot
diameters or shorter exposure times the thresholdEth was higher. Nevertheless, considerable
scattering of the data was observed because of varying pigmentation in the different eyes.
ComparingEth with tissue changes visible by optical fundus inspection as in Fig. 4 revealed a
good correlation with the change from invisible tissue changes (blue background) to slightly
visible lesions (yellow background). The change to clearly visible lesions (red background)
did not further change the slope of the displacement dependence.
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 z @ 530 ms
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Figure 9. Displacement∆zof theretinain the irradiated region at the end of the irradiation
(530 ms) and the end of the OCT recording (1160 ms) versus the maximum temperature
increase∆Tend.

3.1.3. Depth resolved calculation of the tissue expansion

Temperature increase and tissue denaturation cause a local tissue expansion, which adds up
from the different depths to the observed tissue displacement∆z. If ∆z is determined as a func-
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Figure 10. Displacement∆zend of the retina in the irradiated region and the temperature
increase∆Tend at the end of the irradiation in dependence on the irradiances. The spot di-
ameters were varied from 50 µm to 200 µm, the irradiation time from 50ms to 400ms. Un-
derlayed colors indicate irradiation ranges for invisible (blue), slightly (yellow) and clearly
visible lesions (pink).
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Table 1. Characteristic parameters of tissue reactions, calculated from the OCT measure-
ments at differentirradiation times and spot sizes*

Irradiation of porcine eyesex-vivo

Irradiation time Spot diameter ∆T/E ζwater ζ ζth Eth ∆Tend(Eth)
[ms] [µm] [K/(Wcm−2)] [nm/K] [nm/K] [nm/K] [W/cm2] [K]

400 200 130 29.1 130 1300 128 19.4
400 100 19 22.6 160 2700 763 17.4
400 50 12 15.5 81 1300 1570 20.3

200 200 73 25.3 110 2100 217 19.2
200 100 18 19.3 170 2100 839 18.4
200 50 9.9 14.4 150 1600 1682 20.7

100 200 88 21.4 85 1500 198 20.4
100 100 36 16.9 63 810 576 26.9
100 50 7.2 13.0 63 1500 2372 18.7

50 200 73 17.7 83 980 248 18.7
50 100 27 14.6 73 920 1030 25.3
50 50 6.3 11.5 60 720 2889 20.3

*The specific temperature increase∆T/E wascalculated from the slope of maximum temperature versus irradi-
ance. The irradianceEth is the intersection of the two linear functions, which were fitted to the maximum displace-
ment∆zend. ∆Tend(Eth) is the corresponding maximum temperature increase. Specific displacementsζ andζth
below and aboveEth were calculated from slopes of these two linear functions. The specific displacementζwater,
which was calculated for the thermal expansion coefficient of water, was taken from Fig. 2.

tion of depthz, the local expansion inz-directionεz(z) is therefore recovered by differentiation
of the displacement with respect toz:

εz(z) =
∂∆z
∂z

(7)

For isotropic expansion,∂∆z/∂z is the derivative of the displacement from Eq. 6 and is directly
related to relative changes of the densityρ with temperature:

∂∆z
∂z

=
1
3

ρ(T0)−ρ(T(z))

ρ(T0)
(8)

Thermoelastic tissue expansion depends on the local temperature. If the linear thermal expan-
sion coefficientα = ∂εz(z)/∂T is known and the temperature stays below the coagulation
threshold, it should in principle be possible to calculate the local temperature increase. As
mentioned, in our experiments the observed thermal specific displacementζ was several times
higher than expected from water (see Table 1) or published values of thermal tissue expan-
sion [29]. Therefore quantitative, spatially resolved temperature measurements, which are in
principle feasible, need a calibration with retinal tissue. A similar calibration is done for the
optoacoustic temperature measurements [14,15,16].

Applying Eq.( 8) to the measured displacements revealed that the expansion occurred as
expected near the RPE (Fig. 11). Unfortunately, the differentiation introduced additional noise.
Therefore at the subthreshold lesions the expansion value remained below the noise floor and
no local temperature increase could be visualized. Only at the slightly visible coagulations
(Fig. 11(b),[Media 7], 220 W/cm2, 32 K) localexpansion was clearly visible in the irradiated
region of 200 µm in diameter. In the strongest lesions (400 W/cm2, ∆T > 67 K, [Media 8])
the whole image areaand even the upper neural layer are affected. Increasing the sensitivity of
the OCT system and using better motion correction, signal quality can be improved and it is
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expected that pure thermal expansion can be visualized, as it was already successfully done in
silicone phantoms (datanot shown).

Figure 11. Expansion of the RPE at the end of the irradiation at 89W/cm2 (a), 220W/cm2

[Media 7] (b), and 400W/cm2 [Media 8] (c).

3.2. In-vivo measurements

For transferring theex-vivoresults to anin-vivo application two main issues have to be ad-
dressed. Firstly, additional tissue motion which is caused by choroidal perfusion, global motion
of the eye or the experimental setup has to be compensated. Secondly, effects related to the
in-vivosituation, i.e. physiological reactions of neuronal retina and choroid to the elevated tem-
perature, which may occur and obscure the thermal tissue expansion, have to be identified.

Figure 12. Studying photocoagulationin-vivo. OCTimagesbefore irradiation (left), M-
scan calculated by averaging all A-scans in the irradiated area (center) and OCT image
after the irradiation (right). Starting and end point of the irradiation with 55 W/cm2 are
marked by arrows. A movie of the sequence of B-scans during the irradiation is shown in
[Media 9]. Spot size was 133 µm, the exposure time 500ms.

To address the firstpoint and to demonstrate the feasibility of measuring thermal tissue ex-
pansionin vivo, irradiation experiments were repeated with an anaesthetized rabbit. As expected
longitudinal as well as lateral movements of the retina over several tens of a micrometer were
observed during the irradiation (Fig. 12). In a time series which shows the displacement, the
retina literally moved under the irradiation beam ([Media 9]). The frequency of the motion was
in the range ofthe breathing frequency. The head of the animal was not completely fixed. Hence
breathing caused slight movements of the eye. The OCT measurements are orders of magni-
tude more sensitive for longitudinal motion, i.e. the direction of the measuring beam, than to
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lateral motion. Longitudinal motion was therefore most disturbing and affected the whole field
of view. A constant phase offset was observed, when the motion velocity did not change over
the two frames, which were used to calculate the phase difference. If the motion velocity was
not constant over this time, the phase difference varied as the retina was scanned. With 1 kHz
the frame rate was considerably higher than the average frequencies of tissue motion and the
phase changed more or less linearly over the image (Fig. 13).
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Figure 13. Correction of the longitudinal tissue motion by subtraction a linear varying phase
function. a.) UncorrectedDoppler image. b.) Phase averaged over the depth of the retina
and linear fit. c.) Corrected average phase. d.) Corrected Doppler image.

On the background of this linearly varying phase differences, the irradiation of the retina
caused a localized phase change in the center of the image. In order to subtract the phase
background, the average phase of each A-scan was calculated in a certain region-of-interest
across the whole width of the image (Fig. 13 (b)), a line was fitted to the calculated values and
then subtracted from the phase in each A-Scan (Fig. 13 (c,d)). Lateral bulk tissue motion was
not corrected, though it may introduce significant errors in calculating the displacement∆z, by
incorrectly integrating the phase differences from different locations of the image. In principle
lateral motion can be corrected by tracking the speckles in the image. However, information on
the motion perpendicular the B-scan was not available. Only fast volumetric scanning could
provide the full lateral motion information, which is needed for a lateral motion correction.

With our simple approach, it was also possible to measure thermal tissue expansion during
photocoagulationin vivo. Despite the severe retinal movement, thermally induced tissue dis-
placements below 1 µm were measured for a non-visible lesion with 12K temperature increase
(Fig. 14). The calculated curve for the displacements∆z did not exactly match the expected
heating and cooling behaviour of the retina as∆zdid not go back to zero. This non-reversibility
may be an artifact from the tissue motion. If the heated area moves outside the region of in-
terest from which the phases are integrated, the contraction phase is lost and∆z will stay high.
The non-reversibility of∆z could also result from an early biological reaction, e.g. oedema
formation. With 74nm/K, the specific expansionζ is in the range of what was measured for
porcine eyes. Considering the strong lateral motion of the retina, the poorer quality of the
measurements is not unexpected. Displacement measurements by Doppler OCT integrate the
local velocity. Movement to a slightly different location at one time point will influence all fol-
lowing measurements. Volumetric scanning or on-the-fly correction of eye movements with an
eye tracker could reduce the artifacts of transverse movements.

This first experiment demonstrates the feasibility of measuring thermal tissue expansion dur-
ing photocoagulationin vivo. Experiments are under way, which shall optimize the motion
correction and address the physiological reactions of neuronal retina and choroid under laser
heating.
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Figure 14. a) Fluorescence angiography of the rabbit retina after photocoagulation. No
increased fluorescence wasobserved at the sub-threshold lesion #130 after irradiation with
160 W/cm2 for 500 ms. b) Temperature increase∆T (blue) and displacement∆z in the
irradiated area (red) measuredin vivo. The spot size was 133 µm.

4. Conclusion

Optical coherence tomography is essential for the diagnosis of retinal diseases. Besides diag-
nostics, the increase of the imaging speed, which was demonstrated in the last years, opens
opportunities for OCT to directly support medical interventions. Coupled to a surgical micro-
scope OCT can assist microsurgery [33,34,35,36]. Here we demonstrated that OCT combined
with a retinal photocoagulator can visualize the reaction of the tissue to laser irradiation. In
addition to depth resolved changes of tissue scattering, OCT measured tissue movement over
more than 40 µm with a few tens of a nanometer resolution. With a sensitivity which is high
enough to follow the reversible thermal expansion at below one Kelvin temperature increase,
phase resolved OCT was able to measure non-invasively, spatially-resolved and without contact
temperature changes of the retina. Possible applications are not limited to dosimetry of photo-
coagulation or the investigation of the underlying mechanisms.In-vivomeasurements of retinal
temperature rises can be envisioned for studies on laser safety. A spatially-resolved determina-
tion of the specific tissue movementζ can lead to maps of the retinal pigmentation. The heating
and cooling time constants, which can be easily determined from the temperature time course,
could provide direct information on the perfusion of the choroid [37].

In addition to reversible thermal expansion phase-sensitive OCT also measured heat-induced
tissue alteration which,in vitro, lead to an additional displacement of the retinal tissue. A dis-
crimination from the thermal expansion is possible by magnitude, reversibility or spatial extent
of the effect. In addition to the optoacoustic temperature measurements, OCT can measure the
coagulation effect itself. Experiments with enucleated eyes suggest, that the mechanical alter-
ation of the tissue is a more sensitive marker for coagulation than a change in tissue scattering.
However, this has to be validated inin-vivo experiments which are under way. Preliminary re-
sults demonstrated the possibility of sensitive displacement measurements, but also stressed the
importance of a correction of longitudinal and lateral motion.

In future, OCT may play an important role in laser treatments of the retina by combining
pre-, and post-treatment diagnosis with an on-line control of the laser-induced tissue effects.
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This shall lead to a more precise and less damaging treatment of retinal diseases.
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